
Pen Name Description Value Eng Units High Over Range Low Over Range 
PAB_S1.TE_73_HAR_REAL_C.F_CV Vapor pump internal regn htr temperature (F_... 392.52 C 3,276.70 5.50
PAB_S1.HTR_72_HAR_REAL.F_CV Heater output expressed as a percent 3.6 percent 40.0 0.0
PAB_S1.TE_81_HAR_REAL_C.F_CV VVapor pump filter bed near ID 326.00 C 3,276.70 21.80
PAB_S1.TE_82_HAR_REAL_C.F_CV Vapor pump filter bed near OD 258.47 C 3,276.70 20.40
PAB_S1.TE_83_HAR_REAL_C.F_CV Vapor pump filter bed middle 296.00 C 3,276.70 20.30
PAB_S1.TE_76_AR_REAL_C.F_CV Vapor pump cup temperature 186.01 C 3,276.70 21.30
PAB_S1.AE_52_HAR_REAL_PPM.F_CV O2 Filter Far Dewpoint Meter ppm 1,428.13 ppm v/v 4,214.37 132.84

9:20:50 AM 4:31:21 PM 11:46:49 PM 6:57:20 AM 2:12:48 PM 9:23:20 PM 4:38:48 AM 11:49:19 AM 7:04:47 PM 2:15:18 AM 9:25:50 AM
9/18/2009 9/18/2009 9/18/2009 9/19/2009 9/19/2009 9/19/2009 9/20/2009 9/20/2009 9/20/2009 9/21/2009 9/21/2009

X Axis

5,000

4,500

4,000

3,500

3,000

2,500

2,000

1,500

1,000

500

0

PA
B

_S
1.

A
E_

52
_H

A
R

_R
EA

L_
PP

M
.F

_C
V

500

450

400

350

300

250

200

150

100

50

0

PA
B

_S
1.

TE
_7

6_
A

R
_R

EA
L_

C
.F

_C
V

500

450

400

350

300

250

200

150

100

50

0

PA
B

_S
1.

TE
_8

3_
H

A
R

_R
EA

L_
C

.F
_C

V

500

450

400

350

300

250

200

150

100

50

0

PA
B

_S
1.

TE
_8

2_
H

A
R

_R
EA

L_
C

.F
_C

V

500

450

400

350

300

250

200

150

100

50

0

PA
B

_S
1.

TE
_8

1_
H

A
R

_R
EA

L_
C

.F
_C

V

300

270

240

210

180

150

120

90

60

30

0

PA
B

_S
1.

H
TR

_7
2_

H
A

R
_R

EA
L.

F_
C

V

500

450

400

350

300

250

200

150

100

50

0

PA
B

_S
1.

TE
_7

3_
H

A
R

_R
EA

L_
C

.F
_C

V

1,428.13

186.01 296.00

258.47 326.00
3.62

392.52
2:32:37 PM


